Electronic volume-conversion devices (VCDs) or correctors are used to measure standard volumes of natural gas. VCDs are used to convert the measurement flow, temperature, pressure and gas composition under operating conditions into base conditions. The testing and verification of VCDs take into account some specifies and requirements of the standard EN 12405-1 [1] or the recommendation of PTB [2] . National authorities may decide to implement maximum-permissible errors for subsequent or in-service verification. The meter authentication specifies [3] and directive MID [4] .
INTRODUCTION
Electronic volume-conversion devices (VCDs) or correctors are used to measure standard volumes of natural gas. VCDs are used to convert the measurement flow, temperature, pressure and gas composition under operating conditions into base conditions. The testing and verification of VCDs take into account some specifies and requirements of the standard EN 12405-1 [1] or the recommendation of PTB [2] . National authorities may decide to implement maximum-permissible errors for subsequent or in-service verification. The meter authentication specifies [3] and directive MID [4] .
Systems for measuring standard gas volumes ( Fig. 1 ) are comprised of a VCD and a gas meter. Gasvolume conversion devices consist of a calculator and a temperature transducer, or a calculator, a temperature transducer and a pressure transducer that are locally installed. The conversion as a function of temperature, is just called t-conversion, the conversion as a function of the pressure and of the temperature with a constant compression factor, is called pt-conversion, and the conversion as a function of the pressure, the temperature and taking into account the compression factor, is called ptZ-conversion. On the basis of the EN 12405-1 [1] we separate VCDs into type 1 and type 2. Type 1 VCDs are complete instruments, while type 2 VCDs are made of separate elements. Standard volumes of natural gas are measured at the temperature T s = 288.15 K and pressure p s = 1.01325 bar. The VCD calculates and converts the volume of natural gas V, measured by the gas meter at pressure p, and absolute temperature T, into the volume under standard or norm conditions. The VCD's correction factor C is defined on the basis of the standard EN 12405-1 [1] with:
Taking in Account Measuring Errors of Volume Conversion
Devices in Measuring of the Volume of Natural Gas 
where Z is the compressibility factor of the natural gas, p is its absolute pressure, and T is its absolute temperature. From Eq. (1) we can see that the expression in brackets is equal to the variable C, which is the correction factor of the corrector:
where K is the compressibility of natural gas. The thermodynamic transformations and characteristics of ideal as well as real gases, of which natural gas is one, are well described in [5] . The compressibility of natural gas is calculated on the basis of its known molar composition with the use of the algorithm AGA-DC92, or with the algorithm S-GERG88, where the calorific value superior H s , the relative density d, and the molar fractions of carbon dioxide x CO2 and hydrogen x H2 must be known. Both algorithms are described in the standard EN 12213 [6] . The influence of the reference condition correction on a natural-gas flow measurement is well described in [7] . An experimental analysis was carried out on the Italian distribution system.
In the paper [8] the authors present a detailed uncertainty analysis of energy measurements for natural gas. The energy-measurement system, in an indirect way, consists of a gas-flow meter, a volumeconversion device and a gas chromatograph or gas analyser. The natural-gas measurements and billing are performed using volume measurements.
In the paper [9] the authors investigate the unaccounted for gas (UAG) sources and evaluate the criticalities related to UAG estimation-predictions. Inaccurate measurements can be responsible for a large UAG with significant financial losses.
The testing of natural-gas VCDs is carried out in accredited laboratories that must have a measurement uncertainty at least three times lower than the maximum-permissible errors (MPEs) [2] , [3] and [10] . The measurement of the calorific value superior and its effect on the measure of uncertainty of the transferred quantities of natural gas are also described in [11] .
THEORETHICAL BACKGROUND
With the intention of measuring an unknown volume of natural gas with the highest possible precision under standard or norm conditions, we must take in account the measurement errors of gas meters and VCDs that were defined during the testing. Fig. 2 demonstrates the mass flow rate of the gas q m through a pipeline, where two gas meters with their corresponding VCDs are installed in close succession.
At the first measuring point, marked with the index 1, the measuring system detects the standard volume V S1 ; at the second measuring point, marked with the index 2, it detects the volume V S2 . Each meter has its own measurement error. Hence, both gas meters have their corresponding errors f V1 and f V2 . In addition, both VCDs have their own errors, namely, f C1 and f C2 . Because both measuring points are influenced by the measuring errors, the ideal standard volume is equal to:
• ….
• 
The measurement errors f V and f C can only be determined by testing in laboratory conditions.
Taking into Account the Measurement Errors of the Gas Meters
The measurement error of the gas meter f V is determined on the basis of calibrating the gas meter with natural gas at a set operating pressure. On the basis of the [12] it is suggested, for turbine gas meters, to use the following approximation formula that well describes measurement errors of the gas meter:
= a +a +a +a +a +a 
where the quantity x is x = log(Re N / 106), T N is the absolute temperature of the standard and a i are the coefficients of the approximation formula. The Reynolds number Re N is defined with the following expression:
Here, w is the velocity of the gas, D is the hydraulic diameter of the pipe, ν is the kinematic viscosity of the gas, η is the dynamic viscosity of the gas, ρ is the density of the gas, and q V is the volume flow rate of the gas.
The measurement errors of the gas meters for different flow rates, measured at a set pressure p, can be entered into flow computers or correctors. Using this method we can reduce the influence of the gas meter, and consider only the measuring uncertainty of the testing facility, which, as per MID, must not exceed 1/3 of the allowable measurement error, which means at most 0.3 % [2] to [4].
Taking into account the measurement errors of the VCDs
During the testing of the natural-gas VCDs we tested their metrological properties. For this reason we require a testing facility that is comprised of [1] and [2] to test the natural-gas VCDs:
The testing facilities measuring the uncertainty for the testing of electronic natural-gas volume VCDs, as shown in Fig. 3 , must be lower than one-third of the maximum permissible errors (MPEs) for VCDs. The MPEs are listed in Table 1 . We begin the test at the lowest temperature t 1 . At this temperature we conduct tests for all five pressures, from p 1 = p min to p 5 = p max . Then, at the next temperature, t 2 , we measure the points in reverse order, from p 5 to p 1 . The procedure for temperature t 3 is the same as for t 1 . The test must be carried out at three different temperatures t 1 , t 2 , and t 3 , where [1] :
The measurement points for the pressure are dependent on the measuring pressure range of the sample and are set using the Eqs. (7) to (9) [1] :
The measurement error f C in [%] can be calculated on the basis of Eq. (10), [1] :
where C m is the correction factor for the sample, and C p is the real value of the correction factor that is determined on the basis of a standard measurement system, as calculated via Eq. (2). In each VCD test the standard requires the completion of a gauge check at the 8 th measuring point. The VCD measurement error f C is both temperature and pressure dependent: 
MULTI-REGRESSION MODEL FOR DETERMINING THE MEASUREMENT ERRORS IN VCD TESTS
A regression analysis is a statistical method where the experimental data is approximated with a known regression function and/or regression model [13] to [16] . The goal of multi-regression analysis is to determine the dependency between two or more independent quantities and/or regression variables. There are many known multi-regression models, but not all of them are suitable for individual analysis. Each model has its own specific properties, advantages, and disadvantages. A multi-regression analysis also allows us to compare the influence of particular independent variables on a dependent variable. With this we can determine which variables have a larger influence and which have a lesser one. That is why, in the analysis, we may exclude variables that only negligibly influence the dependent variable.
A regression analysis is a statistical method whereby the experimental data is approximated with a known function. In general, the response of the system is determined using the following equation:
where E 0 , E i and E ij are constant coefficients of the regression estimator, z i is an independent variable and y is a dependent variable.. The coefficients are determined using the method of least squares. For the system's response we look at the function of approximation f error , for which we demand that it has a minimum: The function of the approximation error will have a minimum if the first derivative of the function f error with respect to the parameters E i is equal to 0, but the second derivative of the function is positive. The acquired system of equations Eq. (14) is usually solved via the Gaussian method. 
Determining the Equations of the Regression Model with the Help of Experimental Design Theory
The equation of the regression models can be determined on the basis of understanding the mathematical model that describes a specific physical process. However, the physical process is not always sufficiently well known, and in such an example we may help ourselves with the experimental design theory from [13] and the graphics. Within the experimental design theory there is also the perfect factor experiment, which is used when we are interested in the influence of two or more factors (k) on at least two levels (r), with several repetitions of the experiments under unchanged conditions (h). The number of required experiments is:
If we assume that the effect of the factors is quadratic, then we need 3 2 experimental points. The geometrical interpretation is shown in Fig. 5 , where the independent variables are marked as z 1 and z 2 :
In Fig. 5 , the experimental points for which we carry out the measurements are presented. The plan of the experiment 3 2 also has a central point. On this basis the corresponding regression polynomial that we determine with the method of least squares is equal to: 
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The use of regression analysis for estimating the VCD measurement error
The functional dependency of the measurement error is defined with Eq. (11) f C = f C (t, p). With a consideration of Eq. (17), we can move this dependency with a regression polynomial, Eq. (18):
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The main requirement of a regression analysis is that the number of available measurements is as numerous as possible. For the testing of type 1 VCDs, Fig. 4 , N = 15 measurement points were measured, thus we must determine M = 6 parameters in the approximation equation. The measure for the estimate of suitability for the approximation is also the standard error of the estimate SEE, which takes into account the function of errors and the number of degrees of freedom ν = N -M. It is defined with the expression in Eq. (19):
The easiest way to determine the coefficients in Eq. (18) is with the use of a regression analysis, where we consider the use of variance analysis ANOVA. The F statistic in Table 3 determines whether the variation between the sample means is significant on the level 0.05. An example of such a printout from a regression analysis on the basis of the measurements from Fig. 4 and the use of computer programs SPSS [17] or Excell are shown in Table 3 . The results of the regression analysis are shown in Fig. 6 . On the basis of the variance analysis, Table  3 and Fig. 6 , we can conclude that the regression curve fits well with the measurements. Therefore, the significance F is very small, the coefficient of multi regression r 2 is very large, as is the standard error of the estimate SEE, which is measured in units dependent on the variable f C and is very small. For the data from the regression analysis that are collected in Table 3 and Fig. 6 , we can determine the next statistical parameters that estimate the suitability of the approximations chosen in Table 4 . 
EXPERIMENTAL ANALYSIS OF THE USE OF THE MULTI-REGRESSION MODEL FOR MEASUREMENT ERRORS DURING A VCD TEST
For the use of a regression analysis at natural gas VDC we chose eight different models of the VDC from different manufacturers, i.e., M1 to M8. The VDCs M6, M7, and M8 met the requirements of the MID, meaning their maximum-permissible error (MPE) was ±0.5 %. The first three models of the VCDs had an allowed error of ±1 %. Within the selected VCDs we have also used a type 2 VDC (M4) that we calibrated as a type 1VCD.
The sample size of the testing was 149, namely; 30 M1, 13 M2, 22 M3, 30 M4, 20 M5, 13 M6, 16 M7, and 5 M8 VCDs. Fig. 7 shows the results of the regression analysis yields for the M7 VDC that was MID approved. Fig.  7 shows very clearly the correspondence between the measurements and the error curve. This holds for all the analysed VCDs that met the requirements of the MID. 
Parameters of the Properties for the Regression Equations
The most important statistical estimator for assessing the multi-regression model is the standard error of the estimate SEE. For the upper threshold value we took the testing facilities' measurement uncertainty of ±0.035 %. This means that the measurement errors of the VCDs, which have SEE values of SEE = ±0.035 % or less, which we calculated using a regression analysis, fit the regression model more than 90 %. This means that for every VCD that had its calculated SEE value via a multi-regression analysis lower than ±0.035 %, this regression model is suitable for the approximation. The second statistical estimator with which we assessed the approximation of the regression model, is the regression coefficient r 2 . It is more difficult to set the upper threshold value for the regression coefficient, because r 2 is dependent on the selected regression curve. By considering the obtained results we can set a lower threshold value for r 2 on 0.8, which means that the measured values lie 80 % on the regression curve. The VCDs with an r 2 value lower than 0.8 have a worse fit.
How well the regression model fits with the measurements determines the estimator of the significance F. The statistical significance F is calculated within the ANOVA analysis of the variance framework. The upper threshold value for the significance estimator F is 0.05. For all the VCDs approximations whose value is under 0.05, we can claim with a 95 % probability that at least one of their independent variables has a statistical effect on a dependent variable.
In Table 5 we have a list of values for the estimators SEE, r 2 , and the significance F for the best and the worst VCDs that we checked during their testing. The second is the consecutive numbering of the tested VCD.
As is clear from Table 5 , the SEE values for the VCDs, apart from VCD M5-10, are within the selected threshold SEE values for SEE = ±0.1 %. For the VCD model M5 it turned out that no approximation of this VCD is sufficient for the required SEE values. From this we can conclude that because of the specific characteristics of the VCDs M5, the chosen regression model Eq. (18) is not suitable for approximating its measured quantities. The cause of such a poor approximation is the specific metrological characteristics of the built-in pressure and temperature sensors. Here we must add that the VCDs M5 have been out of production for a long time.
The selected threshold SEE value of SEE = ±0.035 % is equal to the allowed share of the measurement uncertainty of the VCD testing facilities, which is why we also studied the other suitable values.
We increased the allowed values in increments and observed how many approximated VCDs are suitable for a particular threshold value. The SEE value of SEE = ±0.075 % is of an approximately equal order of magnitude to the measurement uncertainty of the test facility for checking the electronic VCDs (±0.167 %). As it turns out, the results do not differ much from the SEE value of SEE = ±0.1 %. The combined measurement uncertainty of the testing facility and the approximation do not exceed ±0.3 %, which is also the acceptable value for the measurement uncertainties of the newest flow computers. The data about the number of VCDs that are approximated with Eq. (18) and meet the criteria of the SEE are collected in Table 6 . Besides the number, the relative shares of suitable approximations are also presented. The number of VCDs used for the approximation is indicated in the last column of the table.
From Table 6 we can see that only 4 of the 149 approximations do not comply with the SEE value of SEE = ±0.1 %. All four approximations are of the model M5 VCDs, for which we predicted that we would need to find a better regression model. If we exclude all the model M5 VCDs from the analysis, then we only take into account 129 VCDs. The results are listed in Table 7 . From these results collected in Tables 6 and 7 we can see that the VCDs with MID approval meet the SEE threshold already at 0.05 %. These results confirm our hypothesis, that it is possible to approximate the measurements of naturalgas VCDs sufficiently well with the multi-regression model in Eq. (18) . The exactness of the approximation is dependent on the allowed threshold SEE values. Based on the results of the multi-regression analysis we can claim that the regression model only poorly approximates the measurements from the VCDs of model M5, and we may, as a consequence, exclude them from our analysis. However, it must be understood that our research did not demonstrate the model M5 VCD to be unfit for use, but because of its uncertainties our selected regression model cannot describe it well enough.
Reducing the Numbers of Measurement Points
The optimum choice of measurement points for the VCDs testing in the field could be determined on the basis of [18] and [19] . The number of measurements points was obtained with the aim of reducing the calibration curve's uncertainty. The authors in [19] present the design of a calibration using experimental design techniques. The optimum calibration plan for the measurement chain is identified by suitably elaborating the error-propagation law suggested by the ISO Guide [20] . In our case we want to keep the valid methodology and national procedure during the testing procedure in our laboratory. Our findings were that the suggested regression Eq. (18) fits our measurements exceptionally well, especially for the MID-approved VCDs that are being produced recently. Based on these findings it stands to reason that we need only 9 measurement points and the regression analysis. The number of selected measurement points without repetition comes from the experimental design theory, Fig. 5 . A reduced number of measurement points is proposed for the testing of the VCDs in the field. From this we propose the following reduced designated testing points, as depicted in Table 8 . 
For the example in Fig. 7 we have made an approximation with only 9 measurement points. The difference in the SEE values, if we have approximated it with 9 points, or if we have calculated the coefficients of the estimator on 15 points, is less than 0.005 %. The data for the comparison of regressions is collected in Table 9 .
The Combined Estimate of the Measuring Uncertainty with a Consideration of the Regression Analysis
For our estimate of the measurement uncertainty we followed the GUM [20] and [21] . The measurement uncertainty of the measurement errors U(f C ) is dependent on the measurement uncertainty of the testing facility for the control of VCDs U(f C ) ms , which accounts for 1/3 of the measurement error, which is 0.167 %, and of the measurement uncertainty of the approximation of the measurement errors U(f C ) apr .
If we take into account the SEE because of the approximation, then the estimate of the measurement uncertainty for the correlation factor equals:
Taking in consideration our analysis, we can estimate the combined measurement uncertainty of the correction factor on the basis of Eq. (21) , with the results collected in Table 10 .
Based on our estimate (Table 10 ) our combined measurement uncertainty is less than ±0.3 %, which is for all VCDs lower than the acceptable measurement errors. Modern VCDs must allow the entry of regression equation coefficients, so that the combined measurement uncertainty for standard or norm naturalgas volumes is less than ±0.5 %. Modern flow meters enable the measurement of natural-gas volumes to better than ±0.5 %. An example of this would be some ultrasonic flow meters, which can reach measurement uncertainties values of less than ±0.2 %. With the proposed measurement method it is possible to reduce the measurement uncertainty of the VCDs to less than ±0.3 %, which would enable a new generation of VCDs.
CONCLUSIONS
Based on the multi-regression analysis results we were able to come to the following conclusions:
• The most important statistical estimator for estimating the suitability of a multi-regression analysis used for any natural-gas VCD is the standard error of the estimate SEE. Additional important statistical parameters are the regression coefficient r 2 and the significance F.
• The proposed regression model is suitable for use with the control of all VCDs, especially modern MID-approved VCDs. However, the estimator is not suitable for the M5 VCDs that are out of production, because of the specifics of the sensors.
• The VCD approximation suitability on the basis of the chosen regression model differs depending on the model of the VCD. Of all the tested VCDs, • In the case that we perform a multi-regression analysis of the VCD test on the basis of the reduced number of measurement points (9 points), and the results conform to the requirements, then the probability of an error is less than 25 %. In the case of model M4 the probability of an error was 13.3 %, so we may claim with a certainty of 86.7 % that the results will also conform to a 15-point test. Meanwhile, for VCDs M6, M7, and M8, the prediction is 100 %. A reduced number of measurement points is well suited to the field testing of VCDs.
• In a comparison of the regression analysis based on 15 or 9 points, in most cases the SSE values will increase, as will the values of the r 2 estimator, but the values of the significance F will, however, decrease in most cases.
• Modern VCDs generally allow the entry of the regression-estimator constants from Eq. (18).
• A regression analysis is especially valuable for VCD testing, because it can shorten the testing times.
• We have demonstrated that we may use a regression analysis based on 9 points instead of 15, which is the keystone of field measurement procedures.
• The proposed testing procedure can be automated.
